Abstract--This study has been performed to design the combination of the new ClearPET (ClearPET is a trademark of the Crystal Clear Collaboration), a small animal Positron Emission Tomography (PET) system, with a micro-Computed Tomography (microCT) scanner. The properties of different microCT systems have been determined by simulations based on GEANT4. We will demonstrate the influence of the detector material and the x-ray spectrum on the obtained contrast. Four different detector materials (Selenium, Cadmium Zinc Telluride, Cesium Iodide and Gadolinium Oxysulfide) and two x-ray spectra (a molybdenum and a tungsten source) have been considered. The spectra have also been modified by aluminum filters of varying thickness. The contrast between different tissue types (water, air, brain, bone and fat) has been simulated by using a suitable phantom. The results indicate the possibility to improve the image contrast in microCT by an optimized combination of the x-ray source and detector material.
I. INTRODUCTION -RAY micro-Computed Tomography (microCT) is a powerful non-destructive technique, which provides high resolution images of the internal structure of samples. Its ability to provide detailed anatomical information in small animal research has made microCT a very popular instrument. It has gained increasing importance employed in combination with other tomography devices like Positron Emission Tomography (PET) [1, 2] Tomography (SPECT) [3, 4] . We are planning to combine the new ClearPET [5, 6, 7, 8] , which is currently being developed in the Crystal Clear Collaboration (CCC), with a microCT scanner in a single system. Apart from the direct link of the anatomical data to the physiological data from PET, there will be the option to implement a CT-based attenuation correction. Using a commercially available microCT scanner for this application would require significant modification of the CTscanner and possibly restrict the design of the PET system, so that the construction of a suitable microCT scanner for the PET system seems to be the the more appropriate solution. In preparation for such an instrument we will demonstrate simulations of different microCT configurations. Particular emphasis will be placed on the achievable contrast, which is of crucial importance because of the small size of the scanned object.
II. SIMULATION SETUP
A CT simulation has been implemented using the GEANT4 Monte Carlo simulation package which is the latest version of the detector description and simulation tool developed at CERN, Geneva, Switzerland [9] . The simulation includes the description of the relevant interaction processes for x-rays in matter, photoelectric effect and Compton scattering.
In order to simulate different CT-scanners various detector materials and x-ray source spectra with different aluminum filtration from existing systems have been chosen. As x-ray converters, amorphous selenium (Se) [2] , Cesium Iodide (CsI), Cadmium Zinc Telluride (CZT) and Gadolinium Oxysulfide (GdOS) [10, 11] have been taken into consideration. The characteristics of the detectors are listed in Table1. For comparison also an ideal detector, which detects all incident photons has been used. Fig .1 shows the spectra of the x-ray sources with a tungsten and a molybdenum anode, which have been obtained under similar conditions by measurements with single pixel CZT detectors [2, 12] . In order to analyze the effect of filtering we added aluminum filters of different thickness (0.25mm,
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Configurations by GEANT4 Simulations 0.5mm, 0.75mm and 1mm) to the simulation. For that purpose the filter effect on both measured spectra was simulated and the resulting filtered spectra were used as input data for later CT simulations. This enables us to keep the number of the generated photons equal to those passing the phantom because the filtration has already been fulfilled. Furthermore, less photons need to be generated which leads to a shorter computing time. Since all listed components exist and are currently used in radiology, the composed systems can be assumed as realistic. Fig. 1 . The spectra of the used x-ray sources have been measured with a 2x2x2mm³ CZT pixel detector by [2, 8] .
For the determination of the contrast between tissues relevant for small animal measurements, we designed a mathematical phantom consisting of water, bone, brain, fat and air (Fig.2) . Four 2cm long cuboids of different tissue types are arranged in a bigger cuboid of the same length filled with water. The different material properties have been taken from the NIST (National Institute of Standards and Technology) database (TableII). The geometry of the simulated systems are sketched in Fig.3 . The planar detector is placed 28cm away from the point source, while the photons are randomly generated within a defined solid angle. Combining the listed detector materials, sources and filters 44 different scanner configurations have been simulated. For each projection 10 8 photon were generated, whereas up to 3 minutes are needed for 10 6 photons on a pc (PentiumIII, 700MHz). In order to save computing time only projections have been analyzed to determine the contrast between the materials. To demonstrate that the results obtained from the projections can be transferred to tomographic images, also complete CT simulations have been computed in selected cases. projections have been reconstructed with a filtered back projection algorithm.
III. RESUTS
A. Simulated spectra In order to get the filtered spectra of the tungsten and molybdenum source 10 6 photons have been generated and attenuated by aluminum plates of different thickness. The spectra obtained behind the filters with an ideal detector are shown in Fig.4 . It is obvious that for both tungsten and molybdenum the photons with lower energy are absorbed by the aluminum filters. However, due to higher energy of the strong characteristic peak of the molybdenum spectrum, the change in spectrum is less drastic. These spectra have been used as input data for all further simulations. The obtained curves are shown in Fig.6 . Since the contrast between bone and other materials is in principle high, only the diagram for water-bone is shown here as an example (Fig.7) . However, the contrast between soft tissues as water, fat and brain is quite low. Fig.5 gives an idea of the reason for this phenomenon which is based on the difference between the attenuation coefficients of different materials. While the attenuation curves of the soft materials are relatively close to each other, the attenuation curve for bone is clearly larger. The fact that the difference in attenuation becomes smaller for higher energies reflect the decrease of all contrast curves with increasing filtration. Besides, the smaller the mean contrast value the higher the fluctuation within the curves. This can be explained by the increasing relative error. Comparing the calculated contrast between all possible tissue combinations and scanner configurations one can observe significant variation. Especially, the combination of Mo x-ray source and GdOS detector seems to outperform all other detector/x-ray source configurations. The reason for this could be the relatively high efficiency of this detector material compared to the others. In contrast to this system the combination between W source and CZT seems to provide the lowest contrast values. Furthermore, arrangements of configuration groups appear in the diagrams. Except for waterbone the configurations with a Mo source tend to yield higher contrast values than with a tungsten source, which can be explained by the low mean energy in the Mo spectrum. The simulations with ideal detector material produce lower contrast value compared to those detectors simulated with the same source type. This is because an ideal detector has the same quantum efficiency at all energies, so that also the photons with higher energy are totally absorbed although they don't noticeably contribute to the contrast. 
C. Contrast in CT images
TableIII shows the contrast obtained in the reconstructed images of the phantom using the calculated projections as an input. The intensities used for this calculation have been obtained by averaging 20 volume elements which could be identified with the corresponding tissue type. Even though the limited statistics does not allow a comparison as detailed as in the projections shown before, the CT simulations clearly confirm that the configuration Mo-GdOS yields to the highest and W-CZT to the lowest contrast values. Consequently, knowing the contrast in projections one can qualitatively deduce the values in a CT image. By computer simulations of different realistic microCT setups we investigated the influence of choice of the sourcedetector combination on the system performance. The intention was to optimize the performance such that the contrast between different tissue types becomes maximal.
The results can be summarized by the observation that the main source for contrast in microCT will be the low energy contribution of the radiation. This is due to the small sample sizes which will not lead to sufficient attenuation of higher energy radiation. Hence, the use of an x-ray source with a relatively low mean energy like molybdenum is advantageous. At the same time the very same argument can be applied for the choice of the detector. The results for an ideal detector demonstrate that the material with higher detection efficiency does not necessarily provide the highest contrast. Yet, a relatively higher detection rate at low energies must be achieved.
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